Copper has been cited as a serious interfering element in the determination of selenium by hydride generation atomic absorption spectrometry (AAS).I-5 Many attempts have been made to remove or reduce this interference with varying degrees of success. Interference reduction has been reported through the optimization of both acid and sodium tetrahydroborate ~oncentrations,3.~ and the application of a variety of complexing agents."' I Various manual matrix isolation procedures have been applied to hydride generation AAS including coprecipitationI* and ion exchange13-I6 but they have the disadvantage of being tedious, labour intensive and to some extent dependent on operator skill. A variety of resins have been used for matrix isolation including, Chelex lOo,I3-l6 Dianion SKIBIS and Dowex 50W-X16. 16 Hershey and Keliher'6 successfully applied Dowex 5OW-X 16 cation-exchange resin for the isolation of both arsenic and selenium from a wide range of interfering matrix species including Cu, Ni, Co and Ag. The resin was reported to be more beneficial than the Chelex 100 resin especially when dealing with environmental samples, as the Chelex 100 resin gave poor analyte recovery for some samples.
With the introduction of continuous flow hydride generation to replace discrete batch methods, a reduction in interference has been reported.l4.l7 A further development in continuous flow methodology, that of the yse of the flow injection (FI) format, was first reported by Astrom.I8 The use of FI techniques has been reported for the determination of hydrideforming elements giving accuracy, precision, low sample and * Presented at the Fifth Biennial National Atomic Spectroscopy Sympot To whom correspondence should be addressed. sium (BNASS), Loughborough, UK, 18th-20th July, 1990.
reagent consumption and superior sample throughput capabilities in comparison with both continuous flow and discrete batch methods. 18-26 Flow injection hydride generation AAS has been reported to reduce interference effects, including that of copper, in the determination of s e l e n i~m . '~. 2~.~~ A variety of procedures for the automation of sample pretreatment in AAS have developed with FI methodology.
Systems capable of both pre concentration and matrix isolation employing liquid-liquid extraction,27-** ion e x~h a n g e '~J~ and precipitation31J2 have been reported. To date, little attempt has been made to apply such systems to the removal of interference effects in hydride generation AAS. Ikeda33 reported a system incorporating a microcolumn of chelating resin, for the removal of copper and nickel in the determination of selenium. Although matrix isolation was carried out on-line, the system relied on manual sample pipetting, had limited precision and no facility for column regeneration.
have recently reported on a system for the determination of arsenic in a nickel-based alloy by using continuous flow hydride generation AAS, incorporating on-line matrix removal ltia a microcolumn of strong cation-exchange material (SCX). Although successful for the application, some degree of compromise had to be made between the performance characteristics of the matrix isolation system and the hydride generation manifold itself. Column regeneration was carried out after every four determinations by pumping 1 mol dm-3 HCl through the column to waste, after disconnecting the sample line.
This paper reports an FI system for the determination of selenium by hydride generation AAS. Elimination of the interference from copper is achieved by a continuous flow matrix Fig. 1 Schematic diagram of the FI manifold with a continuous flow matrix isolation unit: P, peristaltic pump: S, sample; H, water; A, HCI; R, NaBH,; W, waste; V I , switching valve; V2, sample-injection valve; C, microcolumn; and G, gas-liquid separator isolation procedure based on a microcolumn of strongly acidic cation-exchange resin (Dowex 50W). The manifold design lends itself to full automation and overcomes the limitations of previously reported
Experimental Apparatus
A Philips Scientific SP9 atomic absorption spectrometer equipped with a Philips data coded selenium hollow cathode lamp, operated at 7.5 mA was used for all determinations. A spectral bandpass of 1.0 nm was used with the 196.0 nm selenium spectral line. The signals were recorded on a Tekman TE 200 chart recorder (2-10 mV range), all measurements being expressed as peak-height absorbance. A 50 mm Philips Scientific universal burner was used to support the airacetylene flame-heated T-shaped silica cell (air flow setting, 28; acetylene flow setting, 15). The FI hydride generation manifold shown in Fig. I was developed from the gas-liquid separator and hydride atomization systems of a Philips Scientific PU9360 continuous flow vapour system. Two peristaltic pumps were employed. A Gilson Minipuls 3 was used for the hydride generation manifold and a Gilson Minipuls 2 for the matrix isolation unit. Control of the flow-rates was achieved through application of different bore standard manifold tubing (Altec). All manifold tubing consisted of 0.8 mm i.d. polytetrafluoroethylene (PTFE) tubing (Anachem). Manifold channels were connected through three-way connector Tpieces (Anachem), which aided reagent mixing. A micro-bore glass column [50 x 3.0 mm i.d. (Anachem)] fitted with porous 25 pm PTFE frits was incorporated into the external sample loop of a rotary sample injection valve (Anachem). Sample injection was acheived using a Rheodyne Model 5020 fixed volume loop injector valve operated by an electrically activated universal valve switching unit (Anachem). Sample loops of various volumes were prepared using PTFE tubing (0.5-1.5 mm i.d.) cut to appropriate lengths.
Reagents
Analytical-reagent grade water produced by a LiquiPure RG system (reverse osmosis followed by ion exchange), was used for all solutions and as a carrier stream. A sodium tetrahydroborate solution (1% m/v in a 0.1% m/v NaOH solution) was prepared using sodium tetrahydroborate pellets (SpectrosoL, BDH) and filtered through a Whatman 541 filter-paper. With refrigeration, this solution was usable for up to 3 d. The hydrochloric acid (6 mol dm-3) reagent solution was of SpectrosoL grade (BDH). All selenium(iv) standard solutions were prepared by dilution of a standard solution of selenous acid (Spectrosol, BDH) containing IOOOpgml-' of SelV. For the interference investigation work copper(i1) sulphate pentahy- 
Study of Operational Variables

Operating conditions for analysis procedure
Prior to use the resin was conditioned by pumping a solution of hydrochloric acid (1.2 mol dm-3) through the column for approximately 5 min at a flow-rate of 2.0 ml min-I. The hydride-generation manifold and matrix-isolation unit were operated according to the optimized variables shown in Table 1 . The optimized variables were obtained using the same optimization procedure as Riby et al. s4 In obtaining the optimum variables, sensitivity was a prime concern but consideration was also given to precision, interference tolerance and reliability of the system. A more rigorous approach to optimization could have been carried out but it was decided that it was not necessary to prove the benefits of the manifold design. Standard solutions, requiring no matrix isolation, were pumped continuously through the injection valve, bypassing the microcolumn. The injection valve was activated intermittently (load time, 20 s; and injection time, 10 s) thereby sampling the standard solution and introducing it into the hydridegeneration manifold.
Following the introduction of the standards the microcolumn was switched into the sample line and analytical-reagent grade water was continuously pumped through it to remove the hydrochloric acid.
After washing the column, the sample was also introduced by continuous pumping. In order to fill the void volume of the column and pump tubing, the sample was pumped continuously for 60 s prior to sampling of the column eluent, as described for standard solutions. After triplicate injections, the microcolumn was regenerated (using HCI) and the sample line washed with analytical-reagent grade water. [Hydrochloric acid ( 1.2 rnol dm-3) was pumped continuously through the microcolumn in the opposite direction to that of the sample flow (2 ml min-1, 30 s).] Following the short period of regeneration, the column was switched back in-line and the sampling procedure re- peated. During the transference of the sample uptake tube from sample to analytical-reagent grade water, the sample pump was stopped in order to prevent the introduction of air into the column. The hydride-generation manifold was em ployed continuously throughout the whole procedure, indepen dently of the matrix-isolation unit. A summary of the sampling procedure including timing sequences is shown in Table 2 .
Di1restion procedure
The methodD used for the digestion of the two copper metal reference materials, NIST SRM 454 and BAM 361 was as follows.
A sample of copper metal (0.5 g) was accurately weighed into a clean Pyrex beaker (50-100 ml). To the beaker were added 10 ml of 8 mo! dm-3 HN0 3 and the beaker was covered with a watch-glass. The beaker was placed on a hotplate, and the contents were heated to near dryness, then removed from the hotplate. Once cool, 10 ml of 6 mol dm-3 HC\ were added and the beaker was placed in a steam-bath. After approximate ly 15 min of heating, in order to dissolve the sample residue, the resultant solution was allowed to cool. The cool digest so lution was transferred into a calibrated flask ( I 00 ml) and diluted to volume with analytical-reagent grade water. Prior to analysis, the NIST SRM 454 and BAM 361 digests were further diluted to produce working samples containing 75 and 1000 µg mJ-1 of copper, respectively.
Results and Discussion
Optimization of FI Hydride-generation Method
The effect of the argon carrier gas flow-rate over the range 200--600 ml min-1 was studied. Increasing the argon flow-rate caused a significant increase in peak-height absorbance and rate of transport of the hydride to the atomization cell.
The performance of the manifold was significantly affected by the condition of the silica atomization T-cell. Performance characteristics varied from one cell to another, depending on age and analytical history. Previously unused T-cells showed very poor performance characteristics. This problem was over come to some extent by conditioning the surface of the silica cell.Yi The silica cells were soaked in a solution of hydrofluo ric acid (5% v/v) for a period of 4 h in order to etch the surface and therefore aid hydride atomization. For the new silica cells in particular, an improvement in performance was observed with repeated use and after processing relatively high concen trations of hydride. At the start of each analysis, a standard so lution of IOOO ng mJ-1 of Se 1v was injected two or three times. This procedure enhanced both the precision and sensitivity of the system for all subsequent determinations. Table I The effect of the hydrochloric acid flow-rate on the sensitiv ity for Se 1v was observed to be negligible over the range 2-14 ml min-1 • This observation was unexpected and to some extent unexplained. The increase in the hydrochloric acid flow-rate, which was predicted to reduce signal response by dilution, appears to be offset by an increased rate of transport through the gas-liquid separator. The hydrochloric acid concentration was also observed to have little or no effect on the selenium signal response over the range of 1.2-7.2 mo! dm-1. The optimum hydrochloric acid concentration was decided after consideration of the tolerance of the system to the copper in terference, which is reported later.
Both the flow-rate and concentration of sodium tetrahydro borate were observed to have a significant effect on the sensi tivity of the system as shown in Figs. 2 and 3 , respectively.
The relationship between the flow-rate of the aqueous carrier solution and the resulting peak-height absorbance is shown in Fig. 4 . It can be seen that to achieve maximum sensi tivity, the carrier flow-rate should be kept as high as possible. The optimum carrier flow-rate was decided upon after con sideration of the tolerance of the system to copper interfer ence, which is reported later.
The effect of the sample injection volume on the sensitivity of Se 1v is shown in Fig. 5 . Increasing the injection volume gave rise to an increase in sensitivity until the steady-state limit was reached at approximately 700 µI. Although high in- Flow-rate/ml min-1 Fig. 4 Effect of the flow-rate of the water carrier on the absorbance of 100 ng ml· 1 of Se 1v . Concentration of HCI, 3.6 mol dm· 3 • All other varia bles as in Table I 0.08 jection volumes favoured high sensitivity, reducing the injec tion volume reduced the sample volume requirement and im proved the throughput. An injection volume of 409 µl was used for all funher investigative work and this volume pro duced 90% of the steady state absorbance signal. Performance data for combinations of aqueous carrier flow-rate and injec tion volume are given in Table 3 . Prior to the investigation into matrix isolation. a study was made of the tolerance of the hydride-generation manifold to copper interference. In agreement with the work of Welz and Melcher 3 and Welz and Schuben-Jacobs,4 the tolerance could be significantly improved by employing high hydrochloric acid concentrations as shown in Fig. 6 . An optimum hydro chloric acid concentration of 6.0 mol dm--1 was chosen for the analysis after consideration of the interference tolerance, the Table I hydrochloric acid consumption and the difficulty in pumping high concentration acids. 3 J The water carrier flow-rate was kept at 6.0 ml min-1 , in order to reduce the dilution of hydro chloric acid in the hydride-generation system and to optimize the precision, whilst retaining an adequate sensitivity during the proposed analyses. Because of the manifold design, the in jected sample was merged with the hydrochloric acid reagent prior to the sodium tetrahydroborate solution. This order of reagent addition was the reverse of that reponed in other systems. 33 · 34 The hydrochloric acid was added prior to the sodium tetrahydroborate solution in order to reduce the time interval between the addition of the reductant and the hydride separation in which the reduction of the interferent could occur. Controlling the reaction time in such a manner as to favour the main hydride-generation reaction enhances interfer ence tolerance, as reponed by Astrom.' R
Optimization of the Continuous Flow Matrix Isolation Procedure
The Dowex SOW cation-exchange resin was chosen for use in this work because it has been previously reponed to be appli cable to matrix isolation in hydride-generation AAS. 16 An investigation was made into the efficiency of the resin, incorporated into the continuous flow matrix isolation unit, against the variables of sample flow-rate and sample pH. The copper capacity of the column was assessed for the two varia bles, by pumping a 1000 µg mJ-1 copper standard solution through the column and continuously monitoring the copper concentration of the column eluent by flame atomic absorption spectrometry (FAAS). Breakthrough of the column was judged to have occurred when the copper concentration of the column eluent exceeded 1.0 µg m1-1 • The efficiency of the resin improved with reduced sample flow-rate (sample pH 4.0) owing to increased contact time between the copper ions and the active sites of the resin (Fig. 7) .
Interfacing the matrix-isolation manifold and the hydride generation manifold with a sample injection valve, as repon ed by Nord and Karlberg 1R for liquid-liquid extraction with FAAS, proved extremely beneficial to the systems perfonnance. As the matrix-isolation unit was independent of the hydride generation manifold, the sample flow-rate through the column could be kept low in order to keep the column efficiency high, without having to compromise the sensitivity of the hydride-generation manifold, as reponed for the system of Riby et al.. 34 in which the microcolumn was situ ated on-line. By pumping the sample at low flow-rates, prob- .. Sample solution pH !ems with resin compaction in the column and build-up of high back-pressures were eliminated. On the introduction of copper (1000 µg mJ-1 ) to the column resin, high concentra tions of hydrogen ions were eluted from the resin by the process of cation exchange. The drop in pH, associated with this exchange process, produced a slight shrinkage of the resin but this caused no detrimental effect to the system as the shrinkage was reversed on regeneration of the resin. A sample flow-rate of 2.0 ml min-1 through the column was decided upon after consideration of both the column efficiency and sampling rate. At a sample flow-rate of 2.0 ml min· 1 , the 409 µI sample loop of the injection valve could be filled in 20 s. As shown in Fig. 8 from the relationship between the reten tion of copper and the sample pH (sample flow-rate 2.0 ml min-1 ), the efficiency of the resin reached an optimum above pH 2.0. The retention of copper, at pH values above 5.0. was not investigated because the addition of ammonia solu tion, in order to obtain such pH values, caused turbidity of the samples. Such turbidity was assessed to be a source of analyte loss through coprecipitation. 1 "
The incorporation of the microcolumn within the sample loop of an injection valve permitted the intermittent regene ration of the column without the need to dismantle the hydride-generation manifold or replace the column, as re ported for previous systems.
1 u 4 By directing the regenerant solution to flow in the reverse direction to that of the sample, the possibility of column resin compaction was eliminated. During the regeneration procedure, water was pumped through the sample line and injection valve to waste, in order to wash out the previous sample. During the column regeneration process, it was possible to analyse stan dard solutions, which bypassed the column, to check for sensitivity drift. After 3 months of continued use and re generation, the performance of the matrix-isolation column was similar to that obtained when the column was initially packed with resin. Prior to analysis, the metal digest solutions were adjusted to pH 4.00 with the addition of ammonia solution. This produced some degree of precipitation and significantly reduced the capacity of the column. The reduction in capacity was identified as owing to a competition between copper and am monium ions for the active sites on the resin. In order to over come this problem, the pH adjustment step was removed from the sample preparation. The pH values of the two analysed samples NIST SRM 454 and BAM 361 were 2. 1 and 1.1, re spectively, therefore even without pH adjustment the column capacity was still sufficient to permit triplicate injections of each sample solution before column regeneration (column capacity >5.0 mg of copper). The removal of the pH adjust ment step had the further advantage of reducing: (i) sample preparation time; (ii) the chance of sample contamination; and (iii) the chance of precipitation. Thus the loss of analyte through coprecipitation 16 was eliminated.
The results of the analyses of the reference materials are given in Table 4 . The system was calibrated using aqueous standards (5-50 ng m1-1 ). Calibration was linear up to at least 50 ng m1-1 of Se' v having a slope of 4.35 x J0--1 A ng-1 ml, an in tercept of 5.1 x 10-1 A and a correlation coefficient of 0.9992.
The precision of the system, based on injections of an aqueous 10 ng ml-1 Se 1v standard, was 1.5% relative standard deviation (RSD), (n = 12). A characteristic concentration of 1.0 ng ml-1 Se 1v was routinely achieved. The detection limit of 2.1 ng ml-1 was calculated from the resultant calibration graph.'" A sample throughput of 17 h-1 was achieved with trip licate injections.
The sensitivity of the system compared well with that of the conventional operation of the Philips PU9360 continuous flow vapour system. For steady-state analysis (sample volume, 5.0 ml) a characteristic concentration of 0.91 ng ml-1 Se 1v was re ported.· 1 7 For less difficult samples, the characteristic concen tration could be improved by increasing the carrier flow-rate and injection volume (see Table 3 ).
One of the major advantages of this system design. in com parison with others, is the high precision obtained. For the system of Riby et al.3 4 and Ikeda 11 the RSDs quoted for the de terminations of 10 ng ml-1 of As lll and 10 ng m1-1 of S e 1v were 3.0 and 3.8%, respectively. These figures are clearly inferior to those quoted in this work. Such poor precision can be attri buted to crude sample introduction procedures into the two manifolds. In the system of Ikeda 11 a 500 µI sample was intro duced manually from a Pipetman P-1000. Riby er <ii . 14 em ployed a timed injection procedure, pumping the sample continuously into the system over a short period of time ( IO s). The timing was carried out manually, using a Seiko analogue stop watch, which would make the precision very susceptible to operator performance and slight fluctuations in the flow-rate.
In the system of Riby et al.?' the incorporation of the matrix isolation on-line required a compromise in the performance characteristics for the matrix isolation and hydride generation. Optimum sensitivity was achieved at a carrier flow-rate of 9.0 ml rnin-1 and yet the optimum matrix isolation characteristics were achieved at 2-4 ml min-1 . Even at a compromise of 6.0 ml min-'. the system was susceptible to high back-pressure and column compaction problems, requiring intermittent re placement of the column. In the proposed system, no problem with back-pressure or column compaction was observed, as the sample flow-rate through the column was kept low (2.0 ml min-1) thereby optimizing matrix isolation, without com promising the hydride-generation performance.
By incorporating the matrix-isolation column within the sample loop of an injection valve, the rapid intermittent re generation of the column took place without interrupting the operation of the hydride-generation manifold. Ikeda 33 reported no column regeneration facility in the system used. The column was simply replaced after every 25 determinations (column capacity, 50 mg of Cu). By employing a relatively large column, in order to increase the column capacity, the sample throughput was restricted to 30 h-1 . Column regenera tion was reported in the system of Riby et al.3 4 but was under taken manually. (Prior to column regeneration, the water carrier line was disconnected from the rest of the hydride generation manifold and l mol dm-3 HCl was pumped through the column to waste.) No indication of sample throughput ca pabilities were reported.
Another benefit of the proposed manifold design is the potential for automation. By using existing technology, full automation of the system is feasible.38 Automation of previous systems 33 . 34 would be difficult without major modifications being made.
By employing the flow injection valve as an interface, the matrix-isolation procedure could be applied to other flow in jection hydride-generation manifolds irrespective of their oper ating variables, gas-liquid separator design or atomization procedures. 1 [8] [9] [10] [11] [12] [13] [14] [15] [16] [17] [18] [19] [20] [21] [22] [23] [24] [25] [26] 
Conclusion
The use of a flow injection valve as an interface between a continuous flow matrix-removal manifold and a continuous flow hydride-generation manifold allows separate optimization of each procedure so that an interference of up to I mg mI-1 of copper in the determination of selenium could be removed. Previous work 1 6 indicates that with only minor modifications the same system could be used for the determination of other hydride-forming elements in the presence of a variety of inter fering species such as Ni, Fe, Co and Ag.
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